[Indirect ultra-micro-ELISA for detecting IgG antibodies in patients with fascioliasis].
The standardization of an ultramicroELISA for the detection of IgG antibodies anti excretory-secretory antigens of Fasciola hepatica (UME-Fasciola) is described. It was studied a considerable group of sera of which 56 were from patients with fascioliasis, 168 from patients with other parasitic diseases, and 300 from sound persons that were used as negative controls. As regards the parasitology test considered as "Gold Standard", the UME-Fasciola showed a sensitivity of 100%, an specificity of 98%, and predictive values for positives and negatives of 90.3% and 100%, respectively. Cross-reaction was only observed with the sera from patients infected with Opistorchis felineus. On comparing the UME-Fasciola with the conventional ELISA, it was obtained a concordance index of 95.5%.